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Explanatory notes: 

It is not clear in which case the actuator is two-finger operated 
and when one-hand operated. The choice is very essential 
because maximum test force can be either 200 N or 400 N. 
 
 
One-hand operated actuator could be such that the whole hand fits 
around the handle of the actuator. Otherwise the actuator is two-
finger operated 
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